Iliac Vein Stent Fracture Due to a Migrated Retrievable Vena Cava Filter.
We report a case of iliac vein stent fracture due to hooking by a migrated retrievable inferior vena cava filter in a 55-year-old woman with acute deep venous thrombosis related to May-Thurner syndrome.